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IFR128 Aria 05-01-09 Hlgh (70um)

Cytometer: FACSAria
Cytometer Name: FACSAria
Serial Number: 1
Input Device: Manual
Sheath Pressure: 70.00

User: Administrator

Nozzle Size: 70

Institution:

Window Extension: 1.00

Software: BD FACSDiva 6.1.2
Date: 1/6/2009 11:48:33 AM

Blue Laser
(488nm) 

FSC
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Red Laser
(633nm)

Violet Laser
(407nm)
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 Comments:
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IFR128 Aria 05-01-09 Medium (85um)

Cytometer: FACSAria
Cytometer Name: FACSAria
Serial Number: 1
Input Device: Manual
Sheath Pressure: 37.20

User: Administrator

Nozzle Size: 70

Institution:

Window Extension: 1.00

Software: BD FACSDiva 6.1.2
Date: 1/6/2009 11:45:15 AM

Blue Laser
(488nm) 

FSC
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Red Laser
(633nm)

Violet Laser
(407nm)
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IFR128 Aria 05-01-09 Low (100um)

Cytometer: FACSAria
Cytometer Name: FACSAria
Serial Number: 1
Input Device: Manual
Sheath Pressure: 20.00

User: Administrator

Nozzle Size: 100

Institution:

Window Extension: 1.00

Software: BD FACSDiva 6.1.2
Date: 1/6/2009 11:47:44 AM

Blue Laser
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FSC
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